EXPERIMENTAL WORK
After the usual washing process of glass, it is necessary to:
1. Rinse again 3 times with tap water.
2. Rinse again 3 times with distilled water.
3. Rinse 3 times with 96% ethanol.
Dry material in stove (80°C).
If organic matter is suspected to be contaminating the glass material, it is necessary to eliminate it by some described method before the treatment detailed above.
APPENDIX 3: DU NOUY TENSIOMETER -PRINCIPLES OF TORSION BALANCE FOR

SURFACE TENSION (σ) MEASUREMENTS
The Du Nouy tensiometer is a Torsion Balance that can be schematized as shown in the following figure:
The for each compound that they will handle in lab, prior to the realization of the exercise.
